
ABSTRACT

Title of Thesis: Cardiovascular Physiological Monitoring
Based on Video

Henok Gebeyehu
Master of Science, 2023

Thesis Directed by: Dr. Min Wu
Department of Electrical and Computer Engineering

Regular, continuous monitoring of the heart is advantageous to maintaining one’s cardiovas-

cular health as it enables the early detection of potentially life-threatening cardiovascular diseases.

Typically, the required devices for continuous monitoring are found in a clinical setting, but recent

research developments have advanced remote physiological monitoring capabilities and expanded

the options for continuous monitoring from home. This thesis focuses on further extending the

monitoring capabilities of consumer electronic devices to motivate the feasibility of reconstructing

Electrocardiograms via a smartphone camera. First, the relationship between skin tone and remote

physiological sensing is examined as variations in melanin concentrations for people of diverse

skin tones can affect remote physiological sensing. In this work, a study is performed to observe

the prospect of reducing the performance disparity caused by melanin differences by exploring the

sites from which the physiological signal is collected. Second, the physiological signals obtained

from the previous part are enhanced to improve the signal-to-noise ratio and utilized to infer ECG

as parts of a novel technique that emphasizes interpretability as a guiding principle. The findings

in this work have the potential to enable and promote the remote sensing of a physiological signal

that is more informative than what is currently possible with remote sensing.
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Chapter 1

Introduction

1.1 Motivation

For several decades, cardiovascular disease (CVD) has been the leading cause of death glob-

ally, killing tens of millions of people every year [1]. There are many intermediate risk factors that

can be measured in primary care facilities before cardiovascular complications become fatal, but

unfortunately, not everyone around the world has access to affordable healthcare. And even if they

do, it is common for these risk factors to remain undetected for long periods of time, gradually

increasing in severity and not being addressed in time until it is too late.

The medical community widely considers electrocardiograms (ECG) the gold standard for

assessing a patient's cardiovascular health. ECGs measure the heart's electrical activity, and each

segment of an ECG cycle relays information about activity that occurs in the heart during a cardiac

cycle. Doctors rely extensively on ECGs to detect CVDs including, but not limited to, Atrial

Fibrillation [2], Coronary Artery Disease [3], and Cardiac Arrest Risk [4]. These are all examples

of diseases that, once identi�ed, can be reversed with mindful actions. Additionally, studies have

shown that regular, continuous monitoring of ECGs has been proven to be effective in the early

detection of such threatening CVDs [5] [6].
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Unfortunately, limitations in ECG monitoring devices, such as price and restrictiveness, have

prevented the widespread accessibility of these signals and have consequently given rise to an ac-

tive area of research where ECG waveforms are inferred from another physiological signal known

as Photoplethysmography (PPG). Unlike ECG, PPG doesn't directly measure the activities of the

heart. Instead, PPG measures the volumetric changes of blood in the microvascular bed of tissue

located at peripheral sites of the body. Because blood �ow is directly in�uenced by the same pro-

cesses in the cardiac cycle that in�uence ECG signals, cardiac information can still be inferred

from this signal.

Efforts in the aforementioned research area (referred to as PPG-to-ECG) intend to provide

the highest quality of measurements needed for cardiovascular health assessment using more ac-

cessible methods of physiological signal acquisition. This area of research has made it possible

to acquire ECG signals without requiring the expensive and restrictive equipment usually needed

to collect ECG. By inferring ECG from PPG, ECG can be obtained via low-cost & easily acces-

sible contact-based PPG (cPPG) sensors. Although cPPG sensors are far more accessible than

ECG equipment, many people are still unfamiliar with the technology, and thus, have not become

a commonplace household item. On the other hand, video could become a more ubiquitous form

of sensor collection because signi�cantly more people have access to a smartphone camera. Phys-

iological monitoring with video facilitates the process of monitoring vitals outside of a standard

clinical setting. With this in mind, this work aims to expand cardiovascular health monitoring in

remote scenarios by showcasing the feasibility of reconstructing ECG from video.
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1.2 Thesis Organization

The thesis is organized as follows. In this introductory chapter, relevant research that pro-

vides foundations of video-based physiological monitoring will be reviewed as it relates to the

physiological source of the ECG & PPG signals, why the two signals are intrinsically related (and

thus mappable), and established principles that motivate why PPG (and as a result, ECG) can be

extracted from video. Chapters 2 and 3 contain the details of this thesis work's main contribu-

tions that focus on the steps in the pipeline necessary to reconstruct ECG from video for people

of various skin tones. This work explores a well-researched method of extracting PPG remotely

from video (rPPG) which is typically extracted from face pixels. In this chapter, we perform a

comparison between rPPG cycles obtained from the face pixels and rPPG cycles obtained from

palm pixels.

Most speci�cally, we wanted to understand how well rPPG from either the face or the palm

aligned with cPPG. It is well understood that rPPG quality is negatively affected due to varying

melanin concentrations across different skin tones. Chapter 2 explores the trade-off between col-

lecting rPPG from the face, as is traditionally done, and from a site that has no melanin, i.e., the

palm. Collecting rPPG from the palm has the bene�t of protecting the privacy of individuals whose

data is being collected and improving the fairness of rPPG for participants with darker skin tones.

After collecting the rPPG from multiple participants' faces and palms and comparing each of their

alignments with cPPG, we observed that, in our particular setup, rPPG from the face tends to have

higher alignment with cPPG than rPPG from the palm. Noting that there was one participant who

had their rPPG from the palm have higher alignment with cPPG, we remain optimistic that future

studies might be able to identify the suitable recording conditions for rPPG from the palm.
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Figure 1.1: High-level outline of the proposed video to ECG technique meant to serve only as an
illustrating example to highlight the key characteristics of the pipeline. The actual processing has
minor alterations. Video frame was obtained from the PURE dataset [7]. Physiological signals
were obtained from our internal dataset

Chapter 3 combines the building blocks of prior research to create a novel and interpretable

technique for extracting ECG from video (�g. 1.1), namely: converting video to rPPG signal,

mapping the rPPG signal to a cPPG signal, and �nally reconstructing ECG from the mapped PPG

cycles. In this section, an analysis proves the feasibility of reconstructing ECG from video with

reasonably high �delity for multiple participants of varying skin tones in both subject-speci�c and

group models. Finally, Chapter 4 summarizes the contributions and conclusions of the thesis work

and discusses future research opportunities enabled by the contributions of this thesis.
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1.3 Background on the Analysis of Physiological Signals

1.3.1 Physiological Source

Typically, ECGs are collected in a hospital or ambulance. The machine used to collect ECG

is non-invasive & painless and is collected by attaching up to 10 electrodes to speci�c parts of the

body using conductive adhesives. These electrodes are used to measure the difference in electrical

potential generated by the heart. Depending on the electrode placement on the body, the machine

obtains a particular electrical ”view” of the heart related to the body location and is denoted by its

ECG lead. A 12-lead ECG measures 12 different ”views” and is considered to be the gold standard

for evaluating cardiovascular health due to the vast insights that can be obtained from analyzing

the ECG waveform.

Figure 1.2: Standard Morphology of ECG Cycle. Each cycle consists of a P, Q, R, S, and T wave
(from [8]).

The morphology of each ECG cycle (�g. 1.2) is directly in�uenced by events that occur

during each cardiac electrical cycle (�g. 1.3). At the beginning of the cardiac cycle, observation

of the P wave occurs when the left and right Atria �ll with blood, and the Sinoatrial (SA) node

spreads electrical signals throughout the Atria, causing the muscle �bers in the Atria to contract.
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Figure 1.3: Typical Cardiac cycle (best if viewed with color; taken from [9])

The contraction of the heart muscles is referred to as depolarization. Subsequently, the relaxation

of the heart muscles is referred to as repolarization. The P-Q segment represents the time it takes

for signals to travel from SA node to the Atrioventricular (AV) node. The QRS complex marks

the �ring of the AV node and represents ventricular depolarization. In the QRS complex, the Q

wave corresponds to the depolarization of the interventricular septum, the R wave represents the

depolarization of the main mass in the ventricles, and the S wave represents the last phase of

ventricular depolarization. Lastly, the T wave represents the relaxation and repolarization of the

ventricles.

Despite being rich in cardiovascular information, current methods of collecting ECGs have

several limitations that make ECGs inaccessible to the common person. ECG machines are very

costly, making it common only to have access when visiting the doctor's of�ce. As mentioned

before, the machines used to collect ECGs require attaching nodes to patients, which restricts the

patient's activity during collection. Moreover, the adhesive attached to the nodes can irritate the
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skin and cause discomfort, especially in scenarios where the skin has taken some damage (e.g.,

burns). Recently, smartwatches have been able to collect single-lead ECG, but this form of ECG

monitoring requires active user participation, which can be infeasible for long-term monitoring

because this can be just as restrictive as traditional ECG equipment.

Similar to ECG machines, cPPG sensors are non-invasive and painless, but they differ from

their counterpart in that they are far more affordable and measure a different phenomenon. cPPG

sensors measure the volumetric changes in blood in the microvascular bed of the skin (typically

collected at the �ngertip, but can also be collected at the earlobe, forehead, and wrist [10]).

Figure 1.4: Standard Morphology of PPG Cycle. Each cycle consists of a pulse onset, systolic
peak, dicrotic notch, and diastolic peak. PPG waveform is obtained by inverting the light intensity
recorded by the photodetector in PPG sensor (from [11]).

There are two variants to the contact PPG sensor: a transmissive type and a re�ective type.

Both types consist of a light-emitting diode (LED) that irradiates light through the skin and a

photodetector that captures the light emitted from the LED. The transmissive type is more common.

In this mode, the LED and the photodetector are parallel to one another, with skin tissues located in

between the two. In the re�ective type, the LED and the photodetector are placed on the same side
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of the skin, and the photodetector measures the scattered light re�ected from the blood vessels.

In this mode, the light intensity received by the photodetector is relatively smaller than from the

transmissive type, which can cause some degradation of the PPG signal [11].

The amount of light detected by backscattering after irradiating light to the skin changes in

synchronization with cardiac activity. In particular, the PPG waveform has a rising curve for an

increase in capillary blood volume by cardiac contraction and a descending curve for a decrease

in capillary blood volume by cardiac dilation. It is cyclical and initiated by the beating of the

heart. The rising curve is denoted by the systolic phase of the PPG waveform and is often analyzed

to estimate heart rate, and the descending curve is denoted by the diastolic phase. The systolic

and diastolic phases are divided by the waveform region denoted by the dicrotic notch (as can be

observed in �g. 1.4). Though ECG and PPG monitoring devices operate differently and measure

distinct signals, the source of both processes is the same (i.e., the heart contractions).

1.3.2 Background on PPG-to-ECG

Due to the limitations of ECG monitoring devices, higher accessibility of cPPG sensors, and

the relationship between PPG and ECG, recent techniques have been developed to infer ECG from

PPG. The depolarization of the ventricles in the heart (captured by ECG) causes the contraction

of heart muscles, which in turn causes the blood to be pumped from the heart to the rest of the

body (captured by PPG). Because the electrical and mechanical activities of the heart are coupled

with the dynamics of blood �ow in the rest of the body, PPG and ECG represent the same cardiac

process measured in different sensing modalities. Due to the intrinsic correlation between the two

signals, Zhu et al. [12], have identi�ed that ECG can be recovered from PPG. This can be viewed
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as an inverse �ltering process where both the low-frequency and high-frequency components of

ECG can be inferred from the PPG.

A few techniques have been developed in recent years for inferring ECG from PPG. Zhu et

al. [12], learn the Discrete Cosine Transform (DCT) coef�cients of both PPG and ECG along with

an af�ne transformation matrix that maps the coef�cients of the PPG to the coef�cients of the ECG

for reconstructing the ECG signal. This approach has been shown to be effective in the subject-

speci�c setting where there is one set of coef�cients for each participant, but not very effective in

learning the coef�cients for a group of people. In another approach, Tian et al. [13], investigated

the usage of dictionary learning to learn a mapping between PPG and ECG. They jointly learn two

dictionaries and sparse representations of the two types of signals, one for the PPG and one for

the ECG, and similarly to the DCT method mentioned earlier, they learn an af�ne transformation

to map the sparse representation of a PPG to that of an ECG and use the learned ECG dictionary

to reconstruct the ECG. Tang et al. [14], tackle this problem in a different direction and propose

a neural network solution that can reconstruct the ECG signals without the need to segment the

cycles.

1.3.3 Background on rPPG

Despite the rising popularity of cPPG sensors for health monitoring purposes like PPG-to-

ECG, video can still be a more ubiquitous form of sensor collection due to the signi�cant presence

of smartphones in today's society. Strong, motivating principles enforced by optical and physio-

logical properties show it is possible to recover rPPG signals from video, as can be observed from

the dichromatic re�ection model (shown in �g. 1.5).
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Figure 1.5: Figure capturing key characteristics in dichromatic re�ection model (from [15])

In this model, as light is re�ected off the surface of the skin, two types of re�ections can be

observed from a camera. The �rst type: specular re�ection is simply the light that re�ects directly

off the skin's surface. The second type: diffuse re�ection, is observed when light permeates the

surface of the skin, travels through the epidermis, dermis, and hypodermis, makes contact with

the blood vessels, and re�ects to the camera sensor. This diffuse re�ection captures information

about the volumetric blood changes in the region the camera observed. As such, the signal re-

covered by these techniques carries meaningful pulsatile information that can be used to analyze

cardiovascular health without needing any sensors other than a camera.

As blood travels to and from the skin, the camera can observe small �uctuations of color

unnoticeable to the human eye. These color �uctuations are in accordance to the absorption of

light in the blood vessels, so rPPG can be viewed as an extension of the re�ective type of cPPG

sensors mentioned before. But now, neither the light source nor the photodetector is in direct

contact with the skin. Instead, the light source becomes the general lighting in the atmosphere,

and the photodetector becomes the recording device located some distance away from the skin

(e.g., the camera). Despite now being entirely non-contact, rPPG still measures the same physical
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observations as cPPG. Because rPPG and cPPG both measure the absorption/re�ection of light

in the skin due to volumetric changes of the blood during the same cardiac cycle, the two are

extremely correlated, but because the re�ected light has to travel further for rPPG, this method of

acquisition may result in higher attenuation of the signal.

The technique of extracting rPPG from video has been studied extensively over the past sev-

eral years. Early works began by formulating what is captured by an RGB channel as a function of

the dichromatic re�ection model and treating the task of extracting rPPG as a signal demixing prob-

lem. They successfully show that using Blind-Source-Separation (BSS) techniques like Principled

Component Analysis (PCA) [16] & Independent Component Analysis (ICA) [17] can extract rPPG

signals that can be used to elicit heart rate information from video. But these techniques are blind,

meaning they do not exploit the unique properties of the dichromatic re�ection model that can be

used to extract rPPG as robustly as other methods. Following these developments, researchers de-

veloped several principled approaches like Plane-Orthogonal-to-Skin (POS) [15], CHROM [18],

and 2SR [19]. These approaches make fewer assumptions about the input and leverage meaningful

properties about the respective channels and optical & physiological properties to extract rPPG. In

recent years, several Neural Network-based approaches have been developed [20] [21] [22]. These

approaches have effectively developed an end-to-end pipeline that removes the need for a lot of

intermediate processing while also extracting the rPPG with high accuracy.
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Figure 1.6: The signal on top is a Blood Volume Pulse (BVP), which is a highpass �ltered PPG
signal. The bottom shows the second-order derivative. Local minimas and maximas in the second
order derivative reveal the location of systolic and diastolic peaks and dicrotic notch (from [23])

Figure 1.7: The �gures on top are two segments of cPPG (red) and rPPG (blue). Cycles of rPPG on
the top left have more pronounced dicrotic notch and diastolic peaks than the cycles of rPPG on the
top right. Second-order derivatives of both cPPG and rPPG (bottom left and bottom right) reveal
that the locations of systolic peak, dicrotic notch, and diastolic peaks are very aligned between the
rPPG and cPPG cycles (from [23])
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Another area of research that has recently been gaining popularity is the relationship between

rPPG and cPPG. McDuff et al. [23], have shown that, after performing standard post-processing

of the rPPG signal, the second order derivative of a PPG signal (�g. 1.6) can reveal the location

of diastolic in�ections even when the diastolic peak is not observable to the human eye in the

waveform. The authors applied the second-order derivative to both rPPG and cPPG, and they

found that there was high alignment between the systolic and diastolic peak locations of the two

signals (�g. 1.7), which validates that morphological information is indeed present in rPPG. Since

then, Kim et al. [24], took it a step further and showed that it is possible to reconstruct cPPG from

rPPG. As revealed by the previously mentioned work, morphological information is present in

the rPPG signal even when it might not appear to be, and with just a simple neural network, it is

possible to map the processed rPPG to cPPG.

To summarize all of the background information. Despite being the gold standard for assess-

ing cardiovascular health, limitations in ECG monitoring devices have prevented the widespread

accessibility of ECG for continuous monitoring and given rise to an active area of research where

ECG waveforms are inferred from cPPG. Despite the rising popularity of cPPG sensors, due to re-

cent advancements in smartphone camera technology, video has become a more ubiquitous form of

sensor collection as there are optical and physiological properties that allow rPPG to be extracted

from video. Because rPPG contains morphological information and can be mapped from rPPG to

cPPG, there is a strong motivation for inferring ECG from rPPG as opposed to cPPG, as done in

prior works. This extension enables the reconstruction of ECG from video, as will be shown in

this work.
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Chapter 2

Remote PPG for Varying Skin Tones

2.1 Motivation

Neural network approaches are incredibly powerful at learning from the hidden features

embedded in facial videos to extract rPPG. However, real-world lighting conditions tend to be

inconsistent, which can reduce the robustness of the features extracted in a neural network. Ad-

ditionally, neural networks only perform well for the particular con�guration it was trained on.

Any other considerations will require retraining the neural network, which can be pro�igately

time-consuming. For these reasons, this work avoids using neural network approaches and instead

utilizes a principled approach that offers more �exibility in terms of recording con�gurations. As

mentioned previously, the reason that rPPG works is that it measures the volumetric changes of

pulsatile information at the peripheral sites of the body distant from the heart. As such, there is

no restriction to only collect rPPG from the face. Fundamentally, rPPG can be collected from any

skin patch in which blood vessels are present and conducive for blood �ow, including the palms.

It is well-understood that melanin concentrations in the skin absorb light [18] [25] [26].

Darker skin tones have higher concentrations of melanin, causing a degradation in the performance

of rPPG. This work explores the feasibility of extracting rPPG from palms because the skin tone
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of the palms for participants of all skin tones is more distributionally centered than the rest of the

skin on the body. By processing the rPPG of the palm instead of the face, we motivate developing

an rPPG technique that is fairer for all skin tones as well as respects the privacy of the participant

in the video by no longer needing to process sensitive attributes such as the pixels that correspond

to their face. Because principled approaches provide more �exibility than neural approaches and

better heart rate estimation than BSS methods, this work uses the Plane-Orthogonal-To-The-Skin

(POS) algorithm for extracting rPPG from video.

2.2 Review of Plane-Orthogonal-to-Skin

POS [15] begins by modeling the re�ection of each skin pixel recorded by a camera. Based

on the dichromatic re�ection model, this can be de�ned as a time-varying function for each of the

RGB channelsCk (t) 2 R3 whereCk(t) denotes the channel information of the kth skin pixel at

frame t of the video.

Ck (t) = I (t) � (vs(t) + vd (t)) + vn (t) (2.1)

In equation 2.1, I(t) denotes the luminance or luminous intensity which quanti�es the amount

of light re�ected from the skin ROI. I(t) is modulated by specular re�ectionvs(t) and diffuse

re�ection vd (t) which are both observed in the dicrhomatic re�ection model. These three terms

are dependent on time due to both body motion and blood volume changes that occur during the

video. The �nal component,vn (t), represents the quantization noise of the camera sensor, but this

gets negated by taking a spatial average of nearby, similar skin pixels.

15



The authors of POS model specular re�ection with equation 2.2 and diffuse re�ection with

equation 2.3 below.

vs(t) = us � (s0 + s(t)) (2.2)
vd (t) = ud � d0 + up � p(t) (2.3)

Because specular re�ection re�ects off the surface of the skin in a mirror-like fashion, the

authors claim that its spectral composition matches that of the light source from which it origi-

nates. Additionally, any movement (even subtle movements like breathing) will cause geometric

differences between the light source and the skin surface being illuminated which causes specular

re�ection to be a time-varying function of the orientation that a person in a video is in. As such,

us, s0, ands(t) from equation 2.2 denotes the unit color vector of the light source as well as the

stationary and time-varying parts of the specular re�ections respectively.

Diffuse re�ection carries with it information about the person's skin color - which is constant

- and the pulsatile information under the skin - which is time-varying and depends on blood �ow.

Because blood is always �owing to and from the skin in sync with the cardiac cycle of the heart,

this causes minor �uctuations in the perceived color of the diffuse re�ection that is dif�cult for a

human to perceive but easily tractable with a digital camera.

In equation 2.3,ud denotes the unit color vector of the skin tissue,d0 denotes the stationary

re�ection strength,up denotes the relative pulsatile strengths in RGB channels, andp(t) denotes

the pulse signal.

The stationary parts of the specular and diffuse formulas can be captured by:

uc � c0 = us � s0 + ud � d0 (2.4)
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whereuc denotes the unit color vector of the skin re�ection andc0 denotes the re�ection

strength. Furthermore, the luminance intensityI (t ) and the light intensity can be distributed into a

stationary,I 0, and time-varying,i (t), component.

I (t) = I 0 � (1 + i (t)) (2.5)

After substituting equations 2.2 - 2.5 into equation 2.1, expanding and simplifying terms, 2.1

can be approximated by equation 2.6. (Full derivation can be found in [15])

C(t ) � uc � I 0 � c0 + uc � I 0 � c0 � i (t) + us � I 0 � s(t) + up � I 0 � p(t) (2.6)

Because C(t) represents spatially averaged pixels of similar skin, the average skin re�ection

color is the most dominant signal. To remove the effect of the average skin re�ection color, or

the dc level, the authors perform temporal normalization by solving for a diagonal normalization

matrix N that can be used to temporally normalize C(t). After temporal normalization, equation

2.6 can be reduced to:

C(t ) =

Light Intensity
z }| {
1 � (1 + i (t)) +

Specular
z }| {
N � us � I 0 � s(t) +

Pulsez }| {
N � up � I 0 � p(t) (2.7)

Extracting the pulse component from a video frame is now a signal demixing problem as

stated before. Because each channel in an RGB frame contributes different amounts of informa-

tion regarding blood pulsation, the authors experimentally �nd two projection vectors that can

project the time series into a direction that maximizes pulsatility and minimizes the effect of spec-

ular re�ections while also giving more weight to the color channels that capture more pulsatile
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information. They also ensured that both are orthogonal to each other and the plane denoted by the

average skin tone (1) to minimize redundancy of the projected signals.

pp =

0

B
B
@

0 1 � 1

� 2 1 1

1

C
C
A

When multiplyingPp 2 R2x3 to Cn (t) 2 R3xl , this results in anS(t) 2 R2xl . The two rows

of the projected signal (S1 andS2) are combined together using alpha tuningh = S1 + � � S2. The

alpha tuning has the bene�t of correcting the projection depending on which of specular or pulsatile

variations dominate S(t). Finally, because h(t) is estimated from short video intervals in a sliding

window, the long-term pulse signal for the entire video is stitched together using overlap-adding.

By modeling the optical and physiological properties of the channel information and gen-

erating projection vectors that capitalize on the varying pulsatile strengths of different channels,

POS has been shown to be more interpretable than neural-based approaches. Also, since it re-

quires no data-driven learning, the POS algorithm can be applied to any patch of skin, unlike a

neural network that would require additional model retraining, showcasing the �exibility of the

POS algorithm.
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2.3 Extraction of the rPPG from Video

To extract rPPG signals from the videos using POS, the pixels corresponding to either the

face or hand must �rst be identi�ed. For this work, face detection is performed on a per-frame

basis (an example frame can be observed in 2.1) using a Histogram of Oriented Gradients (HOG)

cascade face detector because it is faster at processing frames compared to other more advanced

techniques. In HOG, the magnitude and angle for each pixel are computed and used to determine

that pixel's gradient. Once the gradient for each pixel is available, the image is divided into blocks

of pixels, and the histogram of each block's gradient is computed. The contours in a person's

face don't vary signi�cantly from person to person as opposed to other objects that may appear

in a video, making it possible to feed the HOGs into a Linear Support Vector Machine (SVM) to

classify if the image contains a frontal face. The human head has a lot of variances between the

eyes, nose, hair, and skin, which motivates the need for a face detection algorithm.

On the other hand, the hand is relatively uniform, so when extracting rPPG from the hand,

we don't use an automatic hand detector. Instead, we prede�ned the location where the hand must

be for rPPG to be extracted. Then for both hand and face rPPG, an unsupervised skin classi�er

learning algorithm is trained to detect the pixels that correspond to the skin as opposed to the

background (see �g. 2.2 and 2.3). These pixels are then fed into the POS algorithm for rPPG

extraction.

19



Figure 2.1: Example frame collected from video used for recovering rPPG. The participant is
sitting about .7 meters away from a smartphone camera located on a stand. This �gure showcases
that in this con�guration, both the palm and the face are present in the same video frame making it
possible to select which patch of skin pixels to pass as input to rPPG algorithm.

Figure 2.2: Example of Face Segmentation performed by HOG cascade face detector. Participant
is from a video obtained from public PURE dataset

Figure 2.3: Examples of Palm Segmentation performed by custom skin learning algorithm. Partic-
ipants are from internal data collection. Showcases how participants' privacy is protected because
they cannot be identi�ed from these images.
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Figure 2.4: Example segment of unprocessed rPPG signal.
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2.4 Post-processing Steps

After using POS to extract rPPG from video, additional processing is necessary to improve

the quality of the signal such that it can be used in further downstream tasks. The initial rPPG

signal, at �rst glance, looks quite noisy (as can be observed in �g. 2.4). This is due to a com-

bination of motion artifacts, noise, specular re�ections, and slight inconsistencies in the room's

illumination at the time of recording and the face detection step that identi�es the necessary pixels

to pass into the POS algorithm. The post-processing steps are as follows: �rst, a 5-tap moving

average is applied to the raw signal to smoothen it. The 5-pt window size was selected because

the rPPG cycles have a sampling rate of 30 frames per second, so this minimizes information lost

during smoothing. The next step is to bandpass the signal using a Butterworth bandpass �lter. The

literature typically bandpasses the signal between 42 - 240 bpm, as this is where the PPG signal's

crucial frequency band resides. This can be veri�ed by performing a time-frequency analysis of

the �ltered signal. From a time-frequency analysis, one should be able to observe a dominant trace

around the heart rate frequency (as can be observed in the spectrograms in table 2.2), which is

typically between 60-100 bpm in resting scenarios.

Typically at this point, the rPPG signal is in a state in which heart rate information can

be processed and analyzed. This is because the systolic phase of the PPG is the most prominent

segment in each cycle (as can be observed in �g. 2.5). But upon further inspection, one can see that

the rPPG's morphology doesn't always match that of its contact PPG due to the presence of noise

and artifacts. In many rPPG cycles, the presence of diastolic peak and dicrotic notch are noticeable

but can often be challenging to read, as was observed in [23]. The reduced quality of the rPPG

guided research in improving the SNR of the signal in [24]. To remove the effects of breathing, we
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detrend the signal using a technique based on a smoothness priors approach [27]. Following the

detrending, the Physionet toolbox [28] is used to detect onsets of the PPG signals. For each cPPG

onset, it's subsequent onset is used to determine the start and end of a PPG cycle. These start and

end times are then used to segment the rPPG and cPPG signals to extract aligned cycle pairs. Since

the rPPG and cPPG cycle pairs have sampling rates of 30 and 1000 Hz, respectively, a cubic spline

interpolation function is used to resample both signals to 50 samples per cycle. This new sampling

rate is determined so that there is suf�cient resolution for all physiological signals used in this

work. We understand that PPG amplitude information can shed light on potential cardiovascular

health concerns, but for this work, only waveform shape is being investigated. With this being the

case, we standardize each cycle pair between 0 and 1 to simplify comparisons.
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2.5 Experiment

2.5.1 Palm vs Face rPPG

As mentioned previously, the pigmentation of the skin in the palms has fewer variations

in color between participants of various skin tones due to a lack of melanin in the palms. This

property of the palm makes it an interesting site to investigate for the purposes of collecting rPPG.

The �rst rigorous analysis of rPPG collected from the hands was performed recently by [29], and

they investigated the differences in rPPG collected from glabrous and non-glabrous skin. They

have shown that rPPG collected from glabrous skin has a higher amplitude than non-glabrous skin.

Here, glabrous skin is de�ned as the skin on the body that lacks melanin and dermal �laments

like hair. It composes approximately 10 percent of the skin on the body, including the palms of

the hands and soles of the feet. In contrast, non-glabrous skin composes the other 90 percent of

the skin on the body and includes the skin on the face and the back of the hands. Additionally,

glabrous and non-glabrous skin have structural differences in skin blood vessel architecture that

contribute to variations in blood �ow between the two skin types [30]. Although glabrous and

non-glabrous skin has structural and functional differences, the fact that glabrous skin contains

little to no melanin suggests that it might be a more suitable location to collect rPPG from for

people whose rPPG quality is low due to having a darker skin tone.

With these insights in mind, we performed a small-scale, controlled study to investigate the

differences between the rPPG collected from glabrous and non-glabrous skin. But there are two

critical distinctions between the study conducted in [29] and here. First, in their experiments, the

non-glabrous skin was the back of the hand, whereas, in this study, the non-glabrous skin was the
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face. Second, instead of comparing the amplitudes and temporal lags, this study seeks to compare

the overall morphologies of the rPPG generated from skin collected at the face and the palm to

identify which has a higher alignment with cPPG.

2.5.2 Dataset

At the time of writing, no public remote physiological sensing datasets contained video with

both face and palms, so we collected a new dataset to perform our study. Video recordings were

captured using the iPhone 11's Dual 12MP Wide & UltraWide cameras at 30 fps with a resolution

of 1080p. Simultaneously, Biocapture Radio was used to extract cPPG signals that will be used as

ground truth for comparison with the rPPG from face and palm. The next chapter incorporates the

data collected for this study, so lead II ECG signals are also recorded but will not be used for this

study. The PPG and ECG signals are recorded at a frequency of 1000 Hz.

Figure 2.6: Fitzpatrick Scale for Skin Tones (best if viewed with color; taken from [31])

Before the recordings, participants were asked to provide the Fitzpatrick Scale Skin Tone

that they believe best represents the skin color of their face. Typical public remote physiological

sensing datasets record videos between 1 to 5 minutes long. But one of the goals of this work is

to contribute to long-term physiological monitoring, so for each participant, a minimum of ten-

minute videos were recorded. Participants were asked to raise their hands and remain as still as

possible during recordings, but understandably, recordings are quite long, so some slight motion
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may be introduced into the recordings. Every recorded video has the participant's face and hand

raised, as in �g. 2.1. Using a raised hand con�guration is bene�cial because it ensures that both

the face and the palm are within the same frame for the entire video to enable a direct comparison.

To this end, the rPPG from �ve participants (4 male and 1 female) of skin tone between III and

V according to the Fitzpatrick Skin Tone Scale were collected for representative diversity in skin

tones.

2.5.3 Metrics

Next, POS is applied to each subject's palm and face. Then following the preprocessing steps

mentioned before, a cPPG cycle and its corresponding rPPG cycle can be extracted and paired

together for further analysis. The goal is to identify which region between the face and the palm

generates rPPG cycles that have a higher alignment with cPPG cycles. To this end, Mean absolute

error (MAE), Root Mean Squared Error (RMSE), Cosine Similarity, and Pearson Correlation (� )

are employed.

This dataset contains several thousands of rPPG & cPPG cycle pairs. MAE and RMSE are

useful for evaluating the error between the two signals, and Cos Sim &� quantify the similarity

and correlation between the signals, respectively.

Mean Absolute Error Cosine Similarity

MAE = � N
i =1 jx i � yi j

N CosSim = � N
i =1 x i yip

� n
i =1 x2

i

p
� n

i =1 y2
i

Root Mean Squared Error Pearson Correlation

RMSE =
q

� N
i =1 (x i � yi )2

N � = � N
i =1 (x i � x)( yi � y)p

� n
i =1 (x i � x)2

p
� n

i =1 (yi � y)2
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2.5.4 Results

Table 2.1: Average of all cycle-wise alignment of cPPG with rPPG obtained from face and palm
(from multiple recordings). A higher� and Cos Sim indicate a higher alignment of rPPG with
cPPG as does a lower RMSE. Skin tone is according to the Fitzpatrick Scale (see �g. 2.6).

Participant Skin Num rPPG from Face rPPG from Palm
ID Tone Runs � (" ) Cos Sim(" ) RMSE(#) � (" ) Cos Sim(" ) RMSE(#)
1 3 1 0.51 0.83 0.34 0.29 0.75 0.38
2 3 4 0:64 0:84 0:31 0.25 0.71 0.41
3 4 2 0.26 0.70 0.42 0:46 0:77 0:37
4 4 1 0.38 0.78 0.36 0.27 0.75 0.39
5 5 4 0.36 0.75 0.38 0.27 0.72 0.40

As one can see from the table 2.1, the rPPG obtained from the face of participants with

skin tone 3 (Participants 1 and 2) had higher alignment with cPPG than rPPG from the face of

participants with skin tones 4 and 5. This con�rms that darker skin tones on the face negatively

affect remote physiological sensing. Furthermore, the rPPG from the palm (except for Participant

3) is generally consistent across all skin tones. This matches our expectations because there is not

much variation in the skin color of the palms of the participants. Also, the rPPG from the palm of

Participant 3 had signi�cantly higher alignment with cPPG than rPPG from that participant's face,

but they were the only participant to experience this.

So from this analysis, we conclude that rPPG from the face is more reliable than rPPG from

the palm. However, it is essential to note that the lighting in the room where the recordings took

place was not controlled for. As such, both specular re�ections and undesired shadings may be

introduced into the videos, which might have in�uenced the results of this study. Notwithstanding,

the results from Participant 3 give optimism that when lighting is controlled for, and the study is

expanded, it might be possible to extract rPPG from the palm more reliably.
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